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Abstract —We propose a new type of cryogenic current ampli¬ 
fiers, in which low-frequency power spectrum of current can 
he measured through a measurement of microwave response 
of a superconducting resonant circuit shunted hy a series ar¬ 
ray of Josephson junctions. From numerical analysis on the 
equivalent circuit, the numerical value of the input-referred 
current noise of the proposed amplifier is found to be two 
orders of magnitude lower than the noise floor measured with the 
conventional cryogenic current amplifiers based on high-electron- 
mobility transistors or superconducting quantum interference 
devices. Our proposal can open new avenues for investigating 
low-temperature solid-state devices that require lower noise and 
wider bandwidth power spectrum measurements of current. 

I. Introduction 

Precise measurements of power spectrum of current are 
powerful means for investigating electron transport in solid- 
state devices with a dilution refrigerator Q-ii. In conven¬ 
tional methods, cryogenic current amplifiers based on high- 
electron-mobility transistors (HEMTs) Q-® or supercon¬ 
ducting quantum interference devices (SQUIDs) I® are used 
as the first-stage current amplifier. In these systems, the ampli¬ 
fier’s noise severely limits further improvement in the accuracy 
of measurements; for instance in it had been reported that 
the noise of a HEMT-based cryogenic amplifier dominates 94 
% of the total noise floor. To overcome such a limitation, a 
superconducting resonator connected to Josephson junctions is 
a promising system, because of its ability to amplify signals 
with an ultimately lower noise. In previous studies ITOl - lfT^ . 
however, the main research interest in such a structure had 
been amplifying signals in the microwave frequency range, 
and not amplifying low-frequency current. In contrast, here we 
propose, based on a similar concept, a design of a cryogenic 
“current” amplifier in low-frequency range and analyze its 
electrical properties. As a result, we found that the estimated 
input-referred current noise of the proposed amplifier is two 
orders of magnitude smaller than that of the conventional 
cryogenic current amplifier based on HEMTs or SQUIDs. 

Our proposed amplifier consists of a half-wavelength copla- 
nar waveguide resonator as schematically shown in Eig. 1(a). 
One end of the resonator is coupled to a transmission line used 
as an input-output port by the capacitor Cc, while the other 
end is shunted by a series array of Nj Josephson junctions 
(JJ array). To utilize this structure as a current amplifier, a 


current input port is introduced at the middle of the resonator 
(‘O’ in the figure). This input port has two branches; the one 
is connected to a tunable current source so as to provide a 
constant bias current Is to the JJ array; while the other is 
connected to a device under test (DUT) so that the current 
Is from the DUT is fed into the JJ array. In order to avoid 
an unwanted effect that microwave in the resonator influences 
the DUT, the input port is placed at the position where the 
electric field of the relevant resonant mode is zero as depicted 
by the orange line in the figure. In addition, the input port 
is inductively isolated from the resonator by the inductors 
Ls and Lb so as to confine microwave exclusively inside 
the resonator. Since the kinetic inductance of the Josephson 
junctions depends on the total current I = Ib + Is flowing 
through the junctions, the resonator’s mode also depends 
on the current. Hence measuring frequency response of the 
resonator allows the current Is to be measured. 
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Fig. 1. (a)Schematic diagram of the proposed cryogenic cuiTent amplifier, 
(b) The equivalent circuit used in the numerical analysis. 






























II. Numerical model and results 


To analyze frequency response of the proposed amplifier, 
we consider the equivalent circuit shown in Fig. 1(b). In 
this model, the input-output port and the resonator are repre¬ 
sented by transmission lines of a characteristic impedance Zq. 
Meanwhile, the JJ array is described by a single resistively 
capacitively shunted junction model (RCSJ model) flSl . since 
the size of the JJ array, estimated to be tens of micrometers, is 
negligibly smaller than the typical wave-length of the resonant 
mode, estimated to be ten millimeters. The net junction 
resistance R'j (junction capacitance C'j) of the JJ array is 
given by R'j = NjRj (Cj = Cj/Nj) with Rj (Cj) of 
the individual junction. Similarly, the net kinetic inductance 
Lj{I) of the JJ array, which depends on I, is given by 
L'j{I) = NjLj{I) with Lj{I) = — P), where 

e, h and Ic are the elementary charge, Planck constant h 
divided by 27r, and the critical current, respectively ifTTI . In 
addition, the current Ib+Is is represented by a current source 
parallel to the JJ array. We simulate the frequency response 
of the resonator by calculating the telegrapher’s equation with 
the boundary condition described by the RCSJ model ca. 
Throughout the calculation, we use the parameters: Zq = 50 
n, Rj = 2.4 m, Cj = 6 fF, Ic = 50 nA, and Cc = 10 fF, 
determined with reference to the practical experiments m. 
The resonant frequency of the fundamental mode is designed 
at 8.1 GHz, because it is easily measured in experiments. On 
the other hand, Nj, Ib and the input microwave power Prf 
are varied so as to find the optimal conditions. 

Figures 2(a) and (b) show the frequency response [(a) 
S'!! and (b) phase shift At))] around the resonant frequency 
/o = 8.1 GHz of the fundamental mode with two different 
current conditions 1 = 0 and 1=1 nA at Nj = 1. 
As expected, the resonant frequency is shifted by a change 
in I. In particular, the phase of the reflected microwave is 
very sensitive to a change in I as being suggested by the 
comparison between d4>/dl = 0.11 rad/nA and dSu/dl w 0 
at the on-resonant frequency (the vertical dotted lines in the 
figures). So, in the present paper, we focus on the situation 
that the current input to the amplifier is measured through 
a phase measurement of the reflected microwave. To obtain 
larger current-to-phase transduction, the bias current Ib should 
be carefully optimized. Figure 2(c) shows /b//c- dependence 
of current-phase transfer function d(j)/dl, showing that d(p/dl 
is enhanced as Ib approaches Ic- In what follows, we fix 
Ib = 0-95Ic = 45 nA. Figure 2(d) shows the amount of 
phase shift A(j) as a function of I with two cases Nj = 1 and 
Nj = 50, showing that /-dependence of A(j) with Nj = 50 
is larger than the case with Nj = 1 as expected from the 
fact that the net kinetic inductance L'j can be enhanced with 
increasing Nj. The linearity in the current-phase relation is 
also satisfied up to / ss 1 nA in the both cases. 

The input-referred current noise of the amplifier is estimated 
by considering two different origins of noise, i.e. electric 
noise generated at the JJ array and phase noise added to the 
frequency response. First, with regard to the former origin. 
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Fig. 2. (a) and (b) Frequency response of the resonator with 1 = 0 and 

1 = 1 nA. (a) Sii and (b) phase shift A0. (c) The current-phase transfer 
function drp/dl as a function of IbNc "'ith Nj = 1. (d) /-dependence 
of the phase shift Arp in the frequency response of the resonator at the on- 
resonant frequency with Nj = 1 and Nj = 50. 


we consider thermal noise and electron shot noise generated 
at the JJ array. The thermal noise is estimated from the 
Johnson-Nyquist relation ^th = dkCTR'j with fee being the 
Boltzmann constant, while the electron shot noise is estimated 
from S'es = 2e(/RF) with (/rf) being the time-averaged 
current driven by the resonant microwave nil. Note here 
that /rf, which is a high-frequency excess current carried by 
quasiparticles, differs from Ib or Is, which is a low-frequency 
supercurrent carried by the Cooper parrs and does not generate 
the electron shot noise m, M- Second, with regard to 
the latter origin, we consider optical shot noise and quantum 
noise ini. The optical shot noise, which is associated with 
stochastic fluctuations in the photon number, is estimated from 
{A(j))‘^ = Z^hf where 14ut is the voltage amplitude of 

the reflected microwave. The quantum noise is also estimated 
from the similar form {Arjlf' = Z^hf /To quantify 
the input-referred value, the estimated phase noise should 
be converted to the corresponding current at the input via 
drp/dl. We note that the validity of the above estimations 
was confirmed by checking the agreement of their values with 
the actual experiments for instance in lITSl . Figures 3(b) and 
(c) show the estimated input-referred current noise as a 
function of the input microwave power Prf with (b) Nj = 1 
and (c) Nj = 50. In the figures, the electron shot noise, optical 
shot noise and quantum noise are explicitly shown as dashed 
lines, while the thermal noise is not since its value is negligibly 
small when the system temperature is T < 100 mK (typical 
temperatures in a dilution refrigerator). As expected, the total 
noise with Nj = 50 is lower than that with Nj = 1. 

Figure 3(b) and (c) show the minimum Sj at Prf ~ 10“^^ 
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Fig. 3. (a) An excess current /rf driven by the input microwave as a function 
of its power, (b) and (c) The input refereed current noise of the amplifier with 
(b) JVj = 1 and (c) Nj = 50. 


W, which reflects the fact that the total noise is comprised of 
both monotonically decreasing (optical shot noise and quan¬ 
tum noise) and increasing (electron shot noise) components 
with the input RF power. In order to determine the optimal 
value of the input RF power, we should take into account the 
possibility that a larger /rf drives the JJ array into the so- 
called “voltage state” and then the amplifier loses its function. 
To avoid such a situation, the input RF power should be low 
enough so that the total current /s+/b+/rf is kept below Iq- 
Since /r = 45 nA in the present analysis has a 5 nA margin to 
Ic (= 50 nA), we conclude that /rf < 1 nA should at least be 
satisfied. The square (circle) symbol on the trace in Fig. 3(b) 
[(c)] indicates the RF power at which /rf = 1 nA in each Nj 
as indicated by the corresponding symbols in Fig. 3(a). So the 
RF power should be lower than these points. In the case with 
Nj = 50 [Fig. 3(c)], the input-referred current noise is of the 
order of 10“^® - 10“^^ A^/Flz at a power range Prf < 10“^® 
W. These noises are two orders of magnitude smaller than that 
with the conventional cryogenic current amplifiers based on 
the HEMTs or SQUIDs, whose noise floors are typically of the 
order of 10“^® - 10“^® A^/Hz JU, JS], ID. This improvement 
in the noise floor allows us to measure the power spectrum of 
the current from a DUT with an unprecedentedly better signal- 


ill. Conclusion 

In conclusion, we designed a new type of cryogenic current 
amplifiers, in which the power spectrum of current can be 
measured through a phase measurement of the superconduct¬ 
ing resonator shunted by the JJ array. From the numerical 
analysis on the equivalent circuit, the input-referred current 
noise of the amplifier is found to be two orders of magnitude 
smaller than that of the conventional cryogenic amplifiers. 
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